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(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[47 FR 31142, July 16, 1982, as amended at 61
FR 1121, Jan. 16, 1996]

§ 868.6885 Medical gas yoke assembly.
(a) Identification. A medical gas yoke

assembly is a device intended to con-
nect medical gas cylinders to regu-
lators or needle valves to supply gases
for anesthesia or respiratory therapy.
The device may include a particulate
filter.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[47 FR 31142, July 16, 1982, as amended at 61
FR 1121, Jan. 16, 1996]

PART 870—CARDIOVASCULAR
DEVICES

Subpart A—General Provisions

Sec.
870.1 Scope.
870.3 Effective dates of requirement for pre-

market approval.
870.9 Limitations of exemptions from sec-

tion 510(k) of the Federal Food, Drug,
and Cosmetic Act (the act).

Subpart B—Cardiovascular Diagnostic
Devices

870.1025 Arrhythmia detector and alarm.
870.1100 Blood pressure alarm.
870.1110 Blood pressure computer.
870.1120 Blood pressure cuff.
870.1130 Noninvasive blood pressure meas-

urement system.
870.1140 Venous blood pressure manometer.
870.1200 Diagnostic intravascular catheter.
870.1210 Continuous flush catheter.
870.1220 Electrode recording catheter or

electrode recording probe.
870.1230 Fiberoptic oximeter catheter.
870.1240 Flow-directed catheter.
870.1250 Percutaneous catheter.
870.1270 Intracavitary phonocatheter sys-

tem.
870.1280 Steerable catheter.
870.1290 Steerable catheter control system.
870.1300 Catheter cannula.
870.1310 Vessel dilator for percutaneous

catheterization.
870.1330 Catheter guide wire.
870.1340 Catheter introducer.
870.1350 Catheter balloon repair kit.
870.1360 Trace microsphere.

870.1370 Catheter tip occluder.
870.1380 Catheter stylet.
870.1390 Trocar.
870.1425 Programmable diagnostic com-

puter.
870.1435 Single-function, preprogrammed di-

agnostic computer.
870.1450 Densitometer.
870.1650 Angiographic injector and syringe.
870.1660 Indicator injector.
870.1670 Syringe actuator for an injector.
870.1750 External programmable pacemaker

pulse generator.
870.1800 Withdrawal-infusion pump.
870.1875 Stethoscope.
870.1915 Thermodilution probe.

Subpart C—Cardiovascular Monitoring
Devices

870.2050 Biopotential amplifier and signal
conditioner.

870.2060 Transducer signal amplifier and sig-
nal conditioner.

870.2100 Cardiovascular blood flowmeter.
870.2120 Extravascular blood flow probe.
870.2300 Cardiac monitor (including

cardiotachometer and rate alarm).
870.2310 Apex cardiograph

(vibrocardiograph).
870.2320 Ballistocardiograph.
870.2330 Echocardiograph.
870.2340 Electrocardiograph.
870.2350 Electrocardiograph lead switching

adaptor.
870.2360 Electrocardiograph electrode.
870.2370 Electrocardiograph surface elec-

trode tester.
870.2390 Phonocardiograph.
870.2400 Vectorcardiograph.
870.2450 Medical cathode-ray tube display.
870.2600 Signal isolation system.
870.2620 Line isolation monitor.
870.2640 Portable leakage current alarm.
870.2675 Oscillometer.
870.2700 Oximeter.
870.2710 Ear oximeter.
870.2750 Impedance phlebograph.
870.2770 Impedance plethysmograph.
870.2780 Hydraulic, pneumatic, or photo-

electric plethysmographs.
870.2800 Medical magnetic tape recorder.
870.2810 Paper chart recorder.
870.2840 Apex cardiographic transducer.
870.2850 Extravascular blood pressure trans-

ducer.
870.2860 Heart sound transducer.
870.2870 Catheter tip pressure transducer.
870.2880 Ultrasonic transducer.
870.2890 Vessel occlusion transducer.
870.2900 Patient transducer and electrode

cable (including connector).
870.2910 Radiofrequency physiological sig-

nal transmitter and receiver.
870.2920 Telephone electrocardiograph

transmitter and receiver.
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Subpart D—Cardiovascular Prosthetic
Devices

870.3250 Vascular clip.
870.3260 Vena cava clip.
870.3300 Arterial embolization device.
870.3375 Cardiovascular intravascular filter.
870.3450 Vascular graft prosthesis of less

than 6 millimeters diameter.
870.3460 Vascular graft prosthesis of 6 milli-

meters and greater diameter.
870.3470 Intracardiac patch or pledget made

of polypropylene, polyethylene
terephthalate, or polytetrafluoro-
ethylene.

870.3535 Intra-aortic balloon and control
system.

870.3545 Ventricular bypass (assist) device.
870.3600 External pacemaker pulse genera-

tor.
870.3610 Implantable pacemaker pulse gen-

erator.
870.3620 Pacemaker lead adaptor.
870.3630 Pacemaker generator function ana-

lyzer.
870.3640 Indirect pacemaker generator func-

tion analyzer.
870.3650 Pacemaker polymeric mesh bag.
870.3670 Pacemaker charger.
870.3680 Cardiovascular permanent or tem-

porary pacemaker electrode.
870.3690 Pacemaker test magnet.
870.3700 Pacemaker programmers.
870.3710 Pacemaker repair or replacement

material.
870.3720 Pacemaker electrode function test-

er.
870.3730 Pacemaker service tools.
870.3800 Annuloplasty ring.
870.3850 Carotid sinus nerve stimulator.
870.3925 Replacement heart valve.
870.3935 Prosthetic heart valve holder.
870.3945 Prosthetic heart valve sizer.

Subpart E—Cardiovascular Surgical
Devices

870.4075 Endomyocardial biopsy device.
870.4200 Cardiopulmonary bypass accessory

equipment.
870.4205 Cardiopulmonary bypass bubble de-

tector.
870.4210 Cardiopulmonary bypass vascular

catheter, cannula, or tubing.
870.4220 Cardiopulmonary bypass heart-lung

machine console.
870.4230 Cardiopulmonary bypass defoamer.
870.4240 Cardiopulmonary bypass heat ex-

changer.
870.4250 Cardiopulmonary bypass tempera-

ture controller.
870.4260 Cardiopulmonary bypass arterial

line blood filter.
870.4270 Cardiopulmonary bypass cardi-

otomy suction line blood filter.
870.4280 Cardiopulmonary prebypass filter.

870.4290 Cardiopulmonary bypass adaptor,
stopcock, manifold, or fitting.

870.4300 Cardiopulmonary bypass gas con-
trol unit.

870.4310 Cardiopulmonary bypass coronary
pressure gauge.

870.4320 Cardiopulmonary bypass pulsatile
flow generator.

870.4330 Cardiopulmonary bypass on-line
blood gas monitor.

870.4340 Cardiopulmonary bypass level sens-
ing monitor and/or control.

870.4350 Cardiopulmonary bypass
oxygenator.

870.4360 Nonroller-type cardiopulmonary
bypass blood pump.

870.4370 Roller-type cardiopulmonary by-
pass blood pump.

870.4380 Cardiopulmonary bypass pump
speed control.

870.4390 Cardiopulmonary bypass pump tub-
ing.

870.4400 Cardiopulmonary bypass blood res-
ervoir.

870.4410 Cardiopulmonary bypass in-line
blood gas sensor.

870.4420 Cardiopulmonary bypass cardi-
otomy return sucker.

870.4430 Cardiopulmonary bypass
intracardiac suction control.

870.4450 Vascular clamp.
870.4475 Surgical vessel dilator.
870.4500 Cardiovascular surgical instru-

ments.
870.4875 Intraluminal artery stripper.
870.4885 External vein stripper.

Subpart F—Cardiovascular Therapeutic
Devices

870.5050 Patient care suction apparatus.
870.5150 Embolectomy catheter.
870.5175 Septostomy catheter.
870.5200 External cardiac compressor.
870.5225 External counter-pulsating device.
870.5300 DC-defibrillator (including paddles).
870.5325 Defibrillator tester.
870.5550 External transcutaneous cardiac

pacemaker (noninvasive).
870.5800 Compressible limb sleeve.
870.5900 Thermal regulating system.
870.5925 Automatic rotating tourniquet.

AUTHORITY: 21 U.S.C. 351, 360, 360c, 360e,
360j, 371.

SOURCE: 45 FR 7907-7971, Feb. 5, 1980, unless
otherwise noted.

Subpart A—General Provisions

§ 870.1 Scope.
(a) This part sets forth the classifica-

tion of cardiovascular devices intended
for human use that are in commercial
distribution.

VerDate 14<MAY>98 09:12 May 20, 1998 Jkt 179073 PO 00000 Frm 00278 Fmt 8010 Sfmt 8010 Y:\SGML\179073.TXT 179073-3



283

Food and Drug Administration, HHS § 870.9

(b) The identification of a device in a
regulation in this part is not a precise
description of every device that is, or
will be, subject to the regulation. A
manufacturer who submits a pre-
market notification submission for a
device under part 807 may not show
merely that the device is accurately
described by the section title and iden-
tification provisions of a regulation in
this part, but shall state why the de-
vice is substantially equivalent to
other devices, as required by § 807.87.

(c) To avoid duplicative listings, a
cardiovascular device that has two or
more types of uses (e.g., used both as a
diagnostic device and as a therapeutic
device) is listed only in one subpart.

(d) References in this part to regu-
latory sections of the Code of Federal
Regulations are to chapter I of title 21,
unless otherwise noted.

[52 FR 17735, May 11, 1987]

§ 870.3 Effective dates of requirement
for premarket approval.

A device included in this part that is
classified into class III (premarket ap-
proval) shall not be commercially dis-
tributed after the date shown in the
regulation classifying the device unless
the manufacturer has an approval
under section 515 of the act (unless an
exemption has been granted under sec-
tion 520(g)(2) of the act). An approval
under section 515 of the act consists of
FDA’s issuance of an order approving
an application for premarket approval
(PMA) for the device or declaring com-
pleted a product development protocol
(PDP) for the device.

(a) Before FDA requires that a device
commercially distributed before the
enactment date of the amendments, or
a device that has been found substan-
tially equivalent to such a device, has
an approval under section 515 of the act
FDA must promulgate a regulation
under section 515(b) of the act requir-
ing such approval, except as provided
in paragraph (b) of this section. Such a
regulation under section 515(b) of the
act shall not be effective during the
grace period ending on the 90th day
after its promulgation or on the last
day of the 30th full calendar month
after the regulation that classifies the
device into class III is effective, which-
ever is later. See section 501(f)(2)(B) of

the act. Accordingly, unless an effec-
tive date of the requirement for pre-
market approval is shown in the regu-
lation for a device classified into class
III in this part, the device may be com-
mercially distributed without FDA’s
issuance of an order approving a PMA
or declaring completed a PDP for the
device. If FDA promulgates a regula-
tion under section 515(b) of the act re-
quiring premarket approval for a de-
vice, section 501(f)(1)(A) of the act ap-
plies to the device.

(b) Any new, not substantially equiv-
alent, device introduced into commer-
cial distribution on or after May 28,
1976, including a device formerly mar-
keted that has been substantially al-
tered, is classified by statute (section
513(f) of the act) into class III without
any grace period and FDA must have
issued an order approving a PMA or de-
claring completed a PDP for the device
before the device is commercially dis-
tributed unless it is reclassified. If
FDA knows that a device being com-
mercially distributed may be a ‘‘new’’
device as defined in this section be-
cause of any new intended use or other
reasons, FDA may codify the statutory
classification of the device into class
III for such new use. Accordingly, the
regulation for such a class III device
states that as of the enactment date of
the amendments, May 28, 1976, the de-
vice must have an approval under sec-
tion 515 of the act before commercial
distribution.

[52 FR 17735, May 11, 1987]

§ 870.9 Limitations of exemptions from
section 510(k) of the Federal Food,
Drug, and Cosmetic Act (the act).

The Food and Drug Administration’s
(FDA’s) decision to grant an exemption
from the requirement of premarket no-
tification (section 510(k) of the act) for
a generic type of class I device is based
upon the existing and reasonably fore-
seeable characteristics of commer-
cially distributed devices within that
generic type. Because FDA cannot an-
ticipate every change in intended use
or characteristic that could signifi-
cantly affect a device’s safety or effec-
tiveness, manufacturers of any com-
mercially distributed class I device for
which FDA has granted an exemption
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from the requirement of premarket no-
tification must still submit a pre-
market notification to FDA before in-
troducing or delivering for introduc-
tion into interstate commerce for com-
mercial distribution the device when:

(a) The device is intended for a use
different from its intended use before
May 28, 1976, or the device is intended
for a use different from the intended
use of a preamendments device to
which it had been determined to be
substantially equivalent; e.g., the de-
vice is intended for a different medical
purpose, or the device is intended for
lay use where the former intended use
was by health care professionals only;
or

(b) The modified device operates
using a different fundamental sci-
entific technology than that in use in
the device before May 28, 1976; e.g., a
surgical instrument cuts tissue with a
laser beam rather than with a sharp-
ened metal blade, or an in vitro diag-
nostic device detects or identifies in-
fectious agents by using a
deoxyribonucleic acid (DNA) probe or
nucleic acid hybridization technology
rather than culture or immunoassay
technology.

[54 FR 25049, June 12, 1989]

Subpart B—Cardiovascular
Diagnostic Devices

§ 870.1025 Arrhythmia detector and
alarm.

(a) Identification. An arrhythmia de-
tector and alarm is a system that mon-
itors the electrocardiogram and is de-
signed to produce a visible or audible
signal or alarm when an atrial or ven-
tricular arrhythmia, such as a pre-
mature contraction or ventricular fi-
brillation, exists.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.1100 Blood pressure alarm.
(a) Identification. A blood pressure

alarm is a device that accepts the sig-

nal from a blood pressure transducer
amplifier, processes the signal, and
emits an alarm when the blood pres-
sure falls outside a pre-set upper or
lower limit.

(b) Classification. Class II (perform-
ance standards).

§ 870.1110 Blood pressure computer.
(a) Identification. A blood pressure

computer is a device that accepts the
electrical signal from a blood pressure
transducer amplifier and indicates the
systolic, diastolic, or mean pressure
based on the input signal.

(b) Classification. Class II (perform-
ance standards).

§ 870.1120 Blood pressure cuff.
(a) Identification. A blood pressure

cuff is a device that has an inflatable
bladder in an inelastic sleeve (cuff)
with a mechanism for inflating and de-
flating the bladder. The cuff is used in
conjunction with another device to de-
termine a subject’s blood pressure.

(b) Classification. Class II (perform-
ance standards).

§ 870.1130 Noninvasive blood pressure
measurement system.

(a) Identification. A noninvasive blood
pressure measurement system is a de-
vice that provides a signal from which
systolic, diastolic, mean, or any com-
bination of the three pressures can be
derived through the use of tranducers
placed on the surface of the body.

(b) Classification. Class II (perform-
ance standards).

§ 870.1140 Venous blood pressure ma-
nometer.

(a) Identification. A venous blood
pressure manometer is a device at-
tached to a venous catheter to indicate
manometrically the central or periph-
eral venous pressure.

(b) Classification. Class II (perform-
ance standards).

§ 870.1200 Diagnostic intravascular
catheter.

(a) Identification. An intravascular di-
agnostic catheter is a device used to
record intracardiac pressures, to sam-
ple blood, and to introduce substances
into the heart and vessels. Included in
this generic device are right-heart
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catheters, left-heart catheters, and
angiographic catheters, among others.

(b) Classification. Class II (perform-
ance standards).

§ 870.1210 Continuous flush catheter.

(a) Identification. A continuous flush
catheter is an attachment to a cath-
eter-transducer system that permits
continuous intravascular flushing at a
slow infusion rate for the purpose of
eliminating clotting, back-leakage,
and waveform damping.

(b) Classification. Class II (perform-
ance standards).

§ 870.1220 Electrode recording cath-
eter or electrode recording probe.

(a) Identification. An electrode record-
ing catheter or an electrode recording
probe is a device used to detect an
intracardiac electrocardiogram, or to
detect cardiac output or left-to-right
heart shunts. The device may be
unipolar or multipolar for electro-
cardiogram detection, or may be a
platinum-tipped catheter which senses
the presence of a special indicator for
cardiac output or left-to-right heart
shunt determinations.

(b) Classification. Class II (perform-
ance standards).

§ 870.1230 Fiberoptic oximeter cath-
eter.

(a) Identification. A fiberoptic oxim-
eter catheter is a device used to esti-
mate the oxygen saturation of the
blood. It consists of two fiberoptic bun-
dles that conduct light at a desired
wavelength through blood and detect
the reflected and scattered light at the
distal end of the catheter.

(b) Classification. Class II (perform-
ance standards).

§ 870.1240 Flow-directed catheter.

(a) Identification. A flow-directed
catheter is a device that incorporates a
gas-filled balloon to help direct the
catheter to the desired position.

(b) Classification. Class II (perform-
ance standards).

§ 870.1250 Percutaneous catheter.

(a) Identification. A percutaneous
catheter is a device that is introduced
into a vein or artery through the skin

using a dilator and a sheath (intro-
ducer) or guide wire.

(b) Classification. Class II (perform-
ance standards).

§ 870.1270 Intracavitary phonocatheter
system.

(a) Identification. An intracavitary
phonocatheter system is a system that
includes a catheter with an acoustic
transducer and the associated device
that processes the signal from the
transducer; this device records bio-
acoustic phenomena from a transducer
placed within the heart, blood vessels,
or body cavities.

(b) Classification. Class II (perform-
ance standards).

§ 870.1280 Steerable catheter.

(a) Identification. A steerable catheter
is a catheter used for diagnostic and
monitoring purposes whose movements
are directed by a steering control unit.

(b) Classification. Class II (perform-
ance standards).

§ 870.1290 Steerable catheter control
system.

(a) Identification. A steerable catheter
control system is a device that is con-
nected to the proximal end of a steer-
able guide wire that controls the mo-
tion of the steerable catheter.

(b) Classification. Class II (perform-
ance standards).

§ 870.1300 Catheter cannula.

(a) Identification. A catheter cannula
is a hollow tube which is inserted into
a vessel or cavity; this device provides
a rigid or semirigid structure which
can be connected to a tube or connec-
tor.

(b) Classification. Class II (perform-
ance standards).

§ 870.1310 Vessel dilator for
percutaneous catheterization.

(a) Identification. A vessel dilator for
percutaneous catheterization is a de-
vice which is placed over the guide wire
to enlarge the opening in the vessel,
and which is then removed before slid-
ing the catheter over the guide wire.

(b) Classification. Class II (perform-
ance standards).
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§ 870.1330 Catheter guide wire.
(a) Identification. A catheter guide

wire is a coiled wire that is designed to
fit inside a percutaneous catheter for
the purpose of directing the catheter
through a blood vessel.

(b) Classification. Class II (perform-
ance standards).

§ 870.1340 Catheter introducer.
(a) Identification. A catheter intro-

ducer is a sheath used to facilitate
placing a catheter through the skin
into a vein or artery.

(b) Classification. Class II (perform-
ance standards).

§ 870.1350 Catheter balloon repair kit.
(a) Identification. A catheter balloon

repair kit is a device used to repair or
replace the balloon of a balloon cath-
eter. The kit contains the materials,
such as glue and balloons, necessary to
effect the repair or replacement.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. A PMA or notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any catheter balloon repair kit that
was in commercial distribution before
May 28, 1976, or that has, on or before
December 26, 1996 been found to be sub-
stantially equivalent to a catheter bal-
loon repair kit that was in commercial
distribution before May 28, 1976. Any
other catheter balloon repair kit shall
have an approved PMA or a declared
completed PDP in effect before being
placed in commercial distribution.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987; 61 FR 50706, Sept.
27, 1996]

§ 870.1360 Trace microsphere.
(a) Identification. A trace microsphere

is a radioactively tagged nonbiodegrad-
able particle that is intended to be in-
jected into an artery or vein and
trapped in the capillary bed for the
purpose of studying blood flow within
or to an organ.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. A PMA or notice of

completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any trace microsphere that was in
commercial distribution before May 28,
1976, or that has, on or before Decem-
ber 26, 1996 been found to be substan-
tially equivalent to a trace micro-
sphere that was in commercial dis-
tribution before May 28, 1976. Any
other trace microsphere shall have an
approved PMA or a declared completed
PDP in effect before being placed in
commercial distribution.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987; 61 FR 50706, Sept.
27, 1996]

§ 870.1370 Catheter tip occluder.

(a) Identification. A catheter tip
occluder is a device that is inserted
into certain catheters to prevent flow
through one or more orifices.

(b) Classification. Class II (perform-
ance standards).

§ 870.1380 Catheter stylet.

(a) Identification. A catheter stylet is
a wire that is run through a catheter or
cannula to render it stiff.

(b) Classification. Class II (perform-
ance standards).

§ 870.1390 Trocar.

(a) Identification. A trocar is a sharp-
pointed instrument used with a
cannula for piercing a vessel or cham-
ber to facilitate insertion of the
cannula.

(b) Classification. Class II (perform-
ance standards).

§ 870.1425 Programmable diagnostic
computer.

(a) Identification. A programmable di-
agnostic computer is a device that can
be programmed to compute various
physiologic or blood flow parameters
based on the output from one or more
electrodes, transducers, or measuring
devices; this device includes any asso-
ciated commercially supplied pro-
grams.

(b) Classification. Class II (perform-
ance standards).
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§ 870.1435 Single-function,
preprogrammed diagnostic com-
puter.

(a) Identification. A single-function,
preprogrammed diagnostic computer is
a hard-wired computer that calculates
a specific physiological or blood-flow
parameter based on information ob-
tained from one or more electrodes,
transducers, or measuring devices.

(b) Classification. Class II (perform-
ance standards).

§ 870.1450 Densitometer.
(a) Identification. A densitometer is a

device used to measure the trans-
mission of light through an indicator
in a sample of blood.

(b) Classification. Class II (perform-
ance standards).

§ 870.1650 Angiographic injector and
syringe.

(a) Identification. An angiographic in-
jector and syringe is a device that con-
sists of a syringe and a high-pressure
injector which are used to inject con-
trast material into the heart, great
vessels, and coronary arteries to study
the heart and vessels by x-ray photog-
raphy.

(b) Classification. Class II (perform-
ance standards).

§ 870.1660 Indicator injector.
(a) Identification. An indicator injec-

tor is an electrically or gas-powered
device designed to inject accurately an
indicator solution into the blood
stream. This device may be used in
conjuction with a densitometer or
thermodilution device to determine
cardiac output.

(b) Classification. Class II (perform-
ance standards).

§ 870.1670 Syringe actuator for an in-
jector.

(a) Identification. A syringe actuator
for an injector is an electrical device
that controls the timing of an injection
by an angiographic or indicator injec-
tor and synchronizes the injection with
the electrocardiograph signal.

(b) Classification. Class II (perform-
ance standards).

§ 870.1750 External programmable
pacemaker pulse generator.

(a) Identification. An external pro-
grammable pacemaker pulse genera-
tors is a device that can be pro-
grammed to produce one or more
pulses at preselected intervals; this de-
vice is used in electrophysiological
studies.

(b) Classification. Class II (perform-
ance standards).

§ 870.1800 Withdrawal-infusion pump.

(a) Identification. A withdrawal-infu-
sion pump is a device designed to inject
accurately drugs into the bloodstream
and to withdraw blood samples for use
in determining cardiac output.

(b) Classification. Class II (perform-
ance standards).

§ 870.1875 Stethoscope.

(a) Manual stethoscope—(1) Identifica-
tion. A manual stethoscope is a me-
chanical device used to project the
sounds associated with the heart, arte-
ries, and veins and other internal or-
gans.

(2) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

(b) Electronic stethoscope—(1) Identi-
fication. An electronic stethoscope is an
electrically amplified device used to
project the sounds associated with the
heart, arteries, and veins and other in-
ternal organs.

(2) Classification. Class II (perform-
ance standards).

[45 FR 7907-7971, Feb. 5, 1980, as amended at
59 FR 63007, Dec. 7, 1994]

§ 870.1915 Thermodilution probe.

(a) Identification. A thermodilution
probe is a device that monitors cardiac
output by use of thermodilution tech-
niques; this device is commonly at-
tached to a catheter that may have one
or more probes.

(b) Classification. Class II (perform-
ance standards).
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Subpart C—Cardiovascular
Monitoring Devices

§ 870.2050 Biopotential amplifier and
signal conditioner.

(a) Identification. A biopotential am-
plifier and signal conditioner is a de-
vice used to amplify or condition an
electrical signal of biologic origin.

(b) Classification. Class II (perform-
ance standards).

§ 870.2060 Transducer signal amplifier
and conditioner.

(a) Identification. A transducer signal
amplifier and conditioner is a device
used to provide the excitation energy
for the transducer and to amplify or
condition the signal emitted by the
transducer.

(b) Classification. Class II (perform-
ance standards).

§ 870.2100 Cardiovascular blood flow-
meter.

(a) Identification. A cardiovascular
blood flowmeter is a device that is con-
nected to a flow transducer that ener-
gizes the transducer and processes and
displays the blood flow signal.

(b) Classification. Class II (perform-
ance standards).

§ 870.2120 Extravascular blood flow
probe.

(a) Identification. An extravascular
blood flow probe is an extravascular ul-
trasonic or electromagnetic probe used
in conjunction with a blood flowmeter
to measure blood flow in a chamber or
vessel.

(b) Classification. Class II (perform-
ance standards).

§ 870.2300 Cardiac monitor (including
cardiotachometer and rate alarm).

(a) Identification. A cardiac monitor
(including cardiotachometer and rate
alarm) is a device used to measure the
heart rate from an analog signal pro-
duced by an electrocardiograph,
vectorcardiograph, or blood pressure
monitor. This device may sound an
alarm when the heart rate falls outside
preset upper and lower limits.

(b) Classification. Class II (perform-
ance standards).

§ 870.2310 Apex cardiograph
(vibrocardiograph).

(a) Identification. An apex cardio-
graph (vibrocardiograph) is a device
used to amplify or condition the signal
from an apex cardiographic transducer
and to produce a visual display of the
motion of the heart; this device also
provides any excitation energy re-
quired by the transducer.

(b) Classification. Class II (perform-
ance standards).

§ 870.2320 Ballistocardiograph.

(a) Identification. A
ballistocardiograph is a device, includ-
ing a supporting structure on which
the patient is placed, that moves in re-
sponse to blood ejection from the
heart. The device often provides a vis-
ual display.

(b) Classification. Class II (perform-
ance standards).

§ 870.2330 Echocardiograph.

(a) Identification. An echocardiograph
is a device that uses ultrasonic energy
to create images of cardiovascular
structures. It includes phased arrays
and two-dimensional scanners.

(b) Classification. Class II (perform-
ance standards).

§ 870.2340 Electrocardiograph.

(a) Identification. An electrocardio-
graph is a device used to process the
electrical signal transmitted through
two or more electrocardiograph elec-
trodes and to produce a visual display
of the electrical signal produced by the
heart.

(b) Classification. Class II (perform-
ance standards).

§ 870.2350 Electrocardiograph lead
switching adaptor.

(a) Identification. An electrocardio-
graph lead switching adaptor is a pas-
sive switching device to which electro-
cardiograph limb and chest leads may
be attached. This device is used to con-
nect various combinations of limb and
chest leads to the output terminals in
order to create standard lead combina-
tions such as leads I, II, and III.

(b) Classification. Class II (perform-
ance standards).
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§ 870.2360 Electrocardiograph elec-
trode.

(a) Identification. An electrocardio-
graph electrode is the electrical con-
ductor which is applied to the surface
of the body to transmit the electrical
signal at the body surface to a proc-
essor that produces an electrocardio-
gram or vectorcardiogram.

(b) Classification. Class II (perform-
ance standards).

§ 870.2370 Electrocardiograph surface
electrode tester.

(a) Identification. An electrocardio-
graph surface electrode tester is a de-
vice used to test the function and ap-
plication of electrocardiograph elec-
trodes.

(b) Classification. Class II (perform-
ance standards).

§ 870.2390 Phonocardiograph.
(a) Identification. A phonocardiograph

is a device used to amplify or condition
the signal from a heart sound trans-
ducer. This device furnishes the exci-
tation energy for the transducer and
provides a visual or audible display of
the heart sounds.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.2400 Vectorcardiograph.
(a) Identification. A vectorcardiograph

is a device used to process the elec-
trical signal transmitted through elec-
trocardiograph electrodes and to
produce a visual display of the mag-
nitude and direction of the electrical
signal produced by the heart.

(b) Classification. Class II (perform-
ance standards).

§ 870.2450 Medical cathode-ray tube
display.

(a) Identification. A medical cathode-
ray tube display is a device designed
primarily to display selected biological
signals. This device often incorporates
special display features unique to a
specific biological signal.

(b) Classification. Class II (perform-
ance standards).

§ 870.2600 Signal isolation system.
(a) Identification. A signal isolation

system is a device that electrically iso-
lates the patient from equipment con-
nected to the commercial power supply
received from a utility company. This
isolation may be accomplished, for ex-
ample, by transformer coupling, acous-
tic coupling, or optical coupling.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.2620 Line isolation monitor.
(a) Identification. A line isolation

monitor is a device used to monitor the
electrical leakage current from a
power supply electrically isolated from
the commercial power supply received
from a utility company.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.2640 Portable leakage current
alarm.

(a) Identification. A portable leakage
current alarm is a device used to meas-
ure the electrical leakage current be-
tween any two points of an electrical
system and to sound an alarm if the
current exceeds a certain threshold.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.2675 Oscillometer.
(a) Identification. An oscillometer is a

device used to measure physiological
oscillations of any kind, e.g., changes
in the volume of arteries.

(b) Classification. Class II (perform-
ance standards).

§ 870.2700 Oximeter.
(a) Identification. An oximeter is a de-

vice used to transmit radiation at a
known wavelength(s) through blood
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and to measure the blood oxygen satu-
ration based on the amount of reflected
or scattered radiation. It may be used
alone or in conjunction with a
fiberoptic oximeter catheter.

(b) Classification. Class II (perform-
ance standards).

§ 870.2710 Ear oximeter.
(a) Identification. An ear oximeter is

an extravascular device used to trans-
mit light at a known wavelength(s)
through blood in the ear. The amount
of reflected or scattered light as indi-
cated by this device is used to measure
the blood oxygen saturation.

(b) Classification. Class II (perform-
ance standards).

§ 870.2750 Impedance phlebograph.
(a) Identification. An impedance

phlebograph is a device used to provide
a visual display of the venous pulse or
drainage by measuring electrical im-
pedance changes in a region of the
body.

(b) Classification. Class II (perform-
ance standards).

§ 870.2770 Impedance plethysmograph.
(a) Identification. An impedance

plethysmograph is a device used to es-
timate peripheral blood flow by meas-
uring electrical impedance changes in
a region of the body such as the arms
and legs.

(b) Classification. Class II (perform-
ance standards).

§ 870.2780 Hydraulic, pneumatic, or
photoelectric plethysmographs.

(a) Identification. A hydraulic, pneu-
matic, or photoelectric
plethysmograph is a device used to es-
timate blood flow in a region of the
body using hydraulic, pneumatic, or
photoelectric measurement techniques.

(b) Classification. Class II (perform-
ance standards).

§ 870.2800 Medical magnetic tape re-
corder.

(a) Identification. A medical magnetic
tape recorder is a device used to record
and play back signals from, for exam-
ple, physiological amplifiers, signal
conditioners, or computers.

(b) Classification. Class II (perform-
ance standards).

§ 870.2810 Paper chart recorder.
(a) Identification. A paper chart re-

corder is a device used to print on
paper, and create a permanent record
of the signal from, for example, a phys-
iological amplifier, signal conditioner,
or computer.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.2840 Apex cardiographic trans-
ducer.

(a) Identification. An apex cardio-
graphic transducer is a device used to
detect motion of the heart (accelera-
tion, velocity, or displacement) by
changes in the mechanical or electrical
properties of the device.

(b) Classification. Class II (perform-
ance standards).

§ 870.2850 Extravascular blood pres-
sure transducer.

(a) Identification. An extravascular
blood pressure transducer is a device
used to measure blood pressure by
changes in the mechanical or electrical
properties of the device. The proximal
end of the transducer is connected to a
pressure monitor that produces an ana-
log or digital electrical signal related
to the electrical or mechanical changes
produced in the transducer.

(b) Classification. Class II (perform-
ance standards).

§ 870.2860 Heart sound transducer.
(a) Identification. A heart sound

transducer is an external transducer
that exhibits a change in mechanical
or electrical properties in relation to
sounds produced by the heart. This de-
vice may be used in conjunction with a
phonocardiograph to record heart
sounds.

(b) Classification. Class II (perform-
ance standards).

§ 870.2870 Catheter tip pressure trans-
ducer.

(a) Identification. A catheter tip pres-
sure transducer is a device incor-
porated into the distal end of a cath-
eter. When placed in the bloodstream,
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its mechanical or electrical properties
change in relation to changes in blood
pressure. These changes are transmit-
ted to accessory equipment for process-
ing.

(b) Classification. Class II (perform-
ance standards).

§ 870.2880 Ultrasonic transducer.

(a) Identification. An ultrasonic trans-
ducer is a device applied to the skin to
transmit and receive ultrasonic energy
that is used in conjunction with an
echocardiograph to provide imaging of
cardiovascular structures. This device
includes phased arrays and two-dimen-
sional scanning transducers.

(b) Classification. Class II (perform-
ance standards).

§ 870.2890 Vessel occlusion transducer.

(a) Identification. A vessel occlusion
transducer is a device used to provide
an electrical signal corresponding to
sounds produced in a partially occluded
vessel. This device includes motion,
sound, and ultrasonic transducers.

(b) Classification. Class II (perform-
ance standards).

§ 870.2900 Patient transducer and elec-
trode cable (including connector).

(a) Identification. A patient trans-
ducer and electrode cable (including
connector) is an electrical conductor
used to transmit signals from, or power
or excitation signals to, patient-con-
nected electrodes or transducers.

(b) Classification. Class II (perform-
ance standards).

§ 870.2910 Radiofrequency physio-
logical signal transmitter and re-
ceiver.

(a) Identification. A radiofrequency
physiological signal transmitter and
receiver is a device used to condition a
physiological signal so that it can be
transmitted via radiofrequency from
one location to another, e.g., a central
monitoring station. The received signal
is reconditioned by the device into its
original format so that it can be dis-
played.

(b) Classification. Class II (perform-
ance standards).

§ 870.2920 Telephone electrocardio-
graph transmitter and receiver.

(a) Identification. A telephone electro-
cardiograph transmitter and receiver is
a device used to condition an electro-
cardiograph signal so that it can be
transmitted via a telephone line to an-
other location. This device also in-
cludes a receiver that reconditions the
received signal into its original format
so that it can be displayed. The device
includes devices used to transmit and
receive pacemaker signals.

(b) Classification. Class II (perform-
ance standards).

Subpart D—Cardiovascular
Prosthetic Devices

§ 870.3250 Vascular clip.
(a) Identification. A vascular clip is an

implanted extravascular device de-
signed to occlude, by compression,
blood flow in small blood vessels other
than intracranial vessels.

(b) Classification. Class II (perform-
ance standards).

§ 870.3260 Vena cava clip.
(a) Identification. A vena cava clip is

an implanted extravascular device de-
signed to occlude partially the vena
cava for the purpose of inhibiting the
flow of thromboemboli through that
vessel.

(b) Classification. Class II (perform-
ance standards).

§ 870.3300 Arterial embolization de-
vice.

(a) Identification. An arterial
embolization device is an intravascular
implanted device used to control inter-
nal hemorrhage or to halt blood flow in
arteries supplying blood to certain
types of abdominal tumors (e.g.,
nephroma, hepatoma) and
arteriovenous malformations. This de-
vice is not used in intracranial arte-
ries.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]
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§ 870.3375 Cardiovascular
intravascular filter.

(a) Identification. A cardiovascular
intravascular filter is an implant that
is placed in the inferior vena cava for
the purpose of preventing pulmonary
thromboemboli (blood clots generated
in the lower limbs and broken loose
into the blood stream) from flowing
into the right side of the heart and the
pulmonary circulation.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3450 Vascular graft prosthesis of
less than 6 millimeters diameter.

(a) Identification. A vascular graft
prosthesis of less than 6 millimeters
(mm) diameter is a device used to re-
place sections of small arteries. This
prosthesis is commonly constructed of
woven or knitted materials such as pol-
yethylene terephthalate and polytetra-
fluoroethylene and is not made of ma-
terials of animal origin, including
human umbilical cords.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3460 Vascular graft prosthesis of
6 millimeters and greater diameter.

(a) Identification. A vascular graft
prosthesis of 6 millimeters (mm) and
greater diameter is a device used to re-
place sections of arteries. This pros-
thesis is commonly constructed of
woven or knitted materials such as pol-
yethylene terephthalate and polytetra-
fluoroethylene and is not made of ma-
terials of animal origin, including
human umbilical cords.

(b) Classification. Class II (perform-
ance standards).

§ 870.3470 Intracardiac patch or pledg-
et made of polypropylene, poly-
ethylene terephthalate, or poly-
tetrafluoroethylene.

(a) Identification. An intracardiac
patch or pledget made of poly-
propylene, polyethylene terephthalate,
or polytetrafluoroethylene is a fabric
device placed in the heart that is used
to repair septal defects, for patch graft-
ing, to repair tissue, and to buttress su-
tures.

(b) Classification. Class II (perform-
ance standards).

§ 870.3535 Intra-aortic balloon and
control system

(a) Identification. A intra-aortic bal-
loon and control system is a device
that consists of an inflatable balloon,
which is placed in the aorta to improve
cardiovascular functioning during cer-
tain life-threatening emergencies, and
a control system for regulating the in-
flation and deflation of the balloon.
The control system, which monitors
and is synchronized with the electro-
cardiogram, provides a means for set-
ting the inflation and deflation of the
balloon with the cardiac cycle.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3545 Ventricular bypass (assist)
device.

(a) Identification. A ventricular by-
pass (assist) device is a device that as-
sists the left or right ventricle in main-
taining circulatory blood flow. The de-
vice is either totally or partially im-
planted in the body.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]
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§ 870.3600 External pacemaker pulse
generator.

(a) Identification. An external pace-
maker pulse generator is a device that
has a power supply and electronic cir-
cuits that produce a periodic electrical
pulse to stimulate the heart. This de-
vice, which is used outside the body, is
used as a temporary substitute for the
heart’s intrinsic pacing sytem until a
permanent pacemaker can be im-
planted, or to control irregular heart-
beats in patients following cardiac sur-
gery or a myocardial infarction. The
device may have adjustments for im-
pulse strength, duration, R-wave sen-
sitivity, and other pacing variables.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3610 Implantable pacemaker
pulse generator.

(a) Identification. An implantable
pacemaker pulse generator is a device
that has a power supply and electronic
circuits that produce a periodic elec-
trical pulse to stimulate the heart.
This device is used as a substitute for
the heart’s intrinsic pacing system to
correct both intermittent and continu-
ous cardiac rhythm disorders. This de-
vice includes triggered, inhibited, and
asynchronous devices implanted in the
human body.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3620 Pacemaker lead adaptor.

(a) Identification. A pacemaker lead
adaptor is a device used to adapt a
pacemaker lead so that it can be con-
nected to a pacemaker pulse generator
produced by a different manufacturer.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3630 Pacemaker generator func-
tion analyzer.

(a) Identification. A pacemaker gener-
ator function analyzer is a device that
is connected to a pacemaker pulse gen-
erator to test any or all of the genera-
tor’s parameters, including pulse dura-
tion, pulse amplitude, pulse rate, and
sensing threshold.

(b) Classification. Class II (perform-
ance standards).

§ 870.3640 Indirect pacemaker genera-
tor function analyzer.

(a) Identification. An indirect pace-
maker generator function analyzer is
an electrically powered device that is
used to determine pacemaker function
or pacemaker battery function by peri-
odically monitoring an implanted pace-
maker’s pulse rate and pulse width.
The device is noninvasive, and it de-
tects pacemaker pulse rate and width
via external electrodes in contact with
the patient’s skin.

(b) Classification. Class II (perform-
ance standards).

§ 870.3650 Pacemaker polymeric mesh
bag.

(a) Identification. A pacemaker poly-
meric mesh bag is an implanted device
used to hold a pacemaker pulse genera-
tor. The bag is designed to create a sta-
ble implant environment for the pulse
generator.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.3670 Pacemaker charger.

(a) Identification. A pacemaker charg-
er is a device used transcutaneously to
recharge the batteries of a recharge-
able pacemaker.
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(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.3680 Cardiovascular permanent
or temporary pacemaker electrode.

(a) Temporary pacemaker electrode—(1)
Identification. A temporary pacemaker
electrode is a device consisting of flexi-
ble insulated electrical conductors
with one end connected to an external
pacemaker pulse generator and the
other end applied to the heart. The de-
vice is used to transmit a pacing elec-
trical stimulus from the pulse genera-
tor to the heart and/or to transmit the
electrical signal of the heart to the
pulse generator.

(2) Classification. Class II (perform-
ance standards).

(b) Permanent pacemaker electrode—(1)
Identification. A permanent pacemaker
electrode is a device consisting of flexi-
ble insulated electrical conductors
with one end connected to an
implantable pacemaker pulse genera-
tor and the other end applied to the
heart. The device is used to transmit a
pacing electrical stimulus from the
pulse generator to the heart and/or to
transmit the electrical signal of the
heart to the pulse generator.

(2) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval for the device de-
scribed in paragraph (b)(1). See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3690 Pacemaker test magnet.
(a) Identification. A pacemaker test

magnet is a device used to test an in-
hibited or triggered type of pacemaker
pulse generator and cause an inhibited
or triggered generator to revert to
asynchronous operation.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.3700 Pacemaker programmers.
(a) Identification. A pacemaker pro-

grammer is a device used to change
noninvasively one or more of the elec-
trical operating characteristics of a
pacemaker.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3710 Pacemaker repair or re-
placement material.

(a) Identification. A pacemaker repair
or replacement material is an adhesive,
a sealant, a screw, a crimp, or any
other material used to repair a pace-
maker lead or to reconnect a pace-
maker lead to a pacemaker pulse gen-
erator.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3720 Pacemaker electrode func-
tion tester.

(a) Identification. A pacemaker elec-
trode function tester is a device which
is connected to an implanted pace-
maker lead that supplies an accurately
calibrated, variable pacing pulse for
measuring the patient’s pacing thresh-
old and intracardiac R-wave potential.

(b) Classification. Class II (perform-
ance standards).

§ 870.3730 Pacemaker service tools.
(a) Identification. Pacemaker service

tools are devices such as screwdrivers
and Allen wrenches, used to repair a
pacemaker lead or to reconnect a pace-
maker lead to a pacemaker generator

(b) Classification. Class I. These de-
vices are exempt from the premarket
notification procedures of subpart E of
part 807 of this chapter.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
54 FR 25049, June 12, 1989]
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§ 870.3800 Annuloplasty ring.

(a) Identification. An annuloplasty
ring is a rigid or flexible ring im-
planted around the mitral or tricuspid
heart valve for reconstructive treat-
ment of valvular insufficiency.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987]

§ 870.3850 Carotid sinus nerve stimula-
tor.

(a) Identification. A carotid sinus
nerve stimulator is an implantable de-
vice used to decrease arterial pressure
by stimulating Hering’s nerve at the
carotid sinus.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any carotid sinus nerve stimulator
that was in commercial distribution
before May 28, 1976, or that has, on or
before December 26, 1996 been found to
be substantially equivalent to a carotid
sinus nerve stimulator that was in
commercial distribution before May 28,
1976. Any other carotid sinus nerve
stimulator shall have an approved
PMA or a declared completed PDP in
effect before being placed in commer-
cial distribution.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17736, May 11, 1987; 61 FR 50706, Sept.
27, 1996]

§ 870.3925 Replacement heart valve.

(a) Identification. A replacement
heart valve is a device intended to per-
form the function of any of the heart’s
natural valves. This device includes
valves constructed of prosthetic mate-
rials, biologic valves (e.g., porcine
valves), or valves constructed of a com-
bination of prosthetic and biologic ma-
terials.

(b) Classification. Class III (premarket
approval).

(c) Date premarket approval application
(PMA) or notice of completion of a prod-
uct development protocol (PDP) is re-
quired. A PMA or a notice of comple-
tion of a PDP is required to be filed
with the Food and Drug Administra-
tion on or before December 9, 1987 for
any replacement heart valve that was
in commercial distribution before May
28, 1976, or that has on or before De-
cember 9, 1987 been found to be sub-
stantially equivalent to a replacement
heart valve that was in commercial
distribution before May 28, 1976. Any
other replacement heart valve shall
have an approved PMA or a declared
completed PDP in effect before being
placed in commercial distribution.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 18163, May 13, 1987; 52 FR 23137, June
17, 1987]

§ 870.3935 Prosthetic heart valve hold-
er.

(a) Identification. A prosthetic heart
valve holder is a device used to hold a
replacement heart valve while it is
being sutured into place.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

§ 870.3945 Prosthetic heart valve sizer.
(a) Identification. A prosthetic heart

valve sizer is a device used to measure
the size of the natural valve opening to
determine the size of the appropriate
replacement heart valve.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907-7971, Feb. 5, 1980, as amended at
61 FR 1121, Jan. 16, 1996]

Subpart E—Cardiovascular
Surgical Devices

§ 870.4075 Endomyocardial biopsy de-
vice.

(a) Identification. An endomyocardial
biopsy device is a device used in a cath-
eterization procedure to remove sam-
ples of tissue from the inner wall of the
heart.
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(b) Classification. Class II (perform-
ance standards).

§ 870.4200 Cardiopulmonary bypass ac-
cessory equipment.

(a) Identification. Cardiopulmonary
bypass accessory equipment are de-
vices that have no contact with blood
and that are used in the
cardiopulmonary bypass circuit to sup-
port, adjoin, or connect components, or
to aid in the setup of the
extracorporeal line, e.g., an oxygenator
mounting bracket or system-priming
equipment.

(b) Classification. Class I. The device
is exempt from the premarket notifica-
tion procedures in subpart E of part 807
of this chapter.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
54 FR 25049, June 12, 1989]

§ 870.4205 Cardiopulmonary bypass
bubble detector.

(a) Identification. A cardiopulmonary
bypass bubble detector is a device used
to detect bubbles in the arterial return
line of the cardiopulmonary bypass cir-
cuit.

(b) Classification. Class II (perform-
ance standards).

§ 870.4210 Cardiopulmonary bypass
vascular catheter, cannula, or tub-
ing.

(a) Identification. A cardiopulmonary
bypass vascular catheter, cannula, or
tubing is a device used in
cardiopulmonary surgery to cannulate
the vessels, perfuse the coronary arte-
ries, and to interconnect the catheters
and cannulas with an oxygenator. The
device includes accessory bypass equip-
ment.

(b) Classification. Class II (perform-
ance standards).

§ 870.4220 Cardiopulmonary bypass
heart-lung machine console.

(a) Identification. A cardiopulmonary
bypass heart-lung machine console is a
device that consists of a control panel
and the electrical power and control
circuitry for a heart-lung machine. The
console is designed to interface with
the basic units used in a gas exchange
system, including the pumps,
oxygenator, and heat exchanger.

(b) Classification. Class II (perform-
ance standards).

§ 870.4230 Cardiopulmonary bypass
defoamer.

(a) Identification. A cardiopulmonary
bypass defoamer is a device used in
conjunction with an oxygenator during
cardiopulmonary bypass surgery to re-
move gas bubbles from the blood.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.4240 Cardiopulmonary bypass
heat exchanger.

(a) Identification. A cardiopulmonary
bypass heat exchanger is a device, con-
sisting of a heat exchange system used
in extracorporeal circulation to warm
or cool the blood or perfusion fluid
flowing through the device.

(b) Classification. Class II (perform-
ance standards).

§ 870.4250 Cardiopulmonary bypass
temperature controller.

(a) Identification. A cardiopulmonary
bypass temperature controller is a de-
vice used to control the temperature of
the fluid entering and leaving a heat
exchanger.

(b) Classification. Class II (perform-
ance standards).

§ 870.4260 Cardiopulmonary bypass ar-
terial line blood filter.

(a) Identification. A cardiopulmonary
bypass arterial line blood filter is a de-
vice used as part of a gas exchange
(oxygenator) system to filter nonbio-
logic particles and emboli (blood clots
or pieces of foreign material flowing in
the bloodstream which will obstruct
circulation by blocking a vessel) out of
the blood. It is used in the arterial re-
turn line.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has

VerDate 14<MAY>98 09:12 May 20, 1998 Jkt 179073 PO 00000 Frm 00292 Fmt 8010 Sfmt 8010 Y:\SGML\179073.TXT 179073-3



297

Food and Drug Administration, HHS § 870.4350

been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.4270 Cardiopulmonary bypass
cardiotomy suction line blood filter.

(a) Identification. A cardiopulmonary
bypass cardiotomy suction line blood
filter is a device used as part of a gas
exchange (oxygenator) system to filter
nonbiologic particles and emboli (a
blood clot or a piece of foreign mate-
rial flowing in the bloodstream which
will obstruct circulation by blocking a
vessel) out of the blood. This device is
intended for use in the cardiotomy suc-
tion line.

(b) Classification. Class II (perform-
ance standards).

§ 870.4280 Cardiopulmonary prebypass
filter.

(a) Identification. A cardiopulmonary
prebypass filter is a device used during
priming of the oxygenator circuit to
remove particulates or other debris
from the circuit prior to initiating by-
pass. The device is not used to filter
blood.

(b) Classification. Class II (perform-
ance standards).

§ 870.4290 Cardiopulmonary bypass
adaptor, stopcock, manifold, or fit-
ting.

(a) Identification. A cardiopulmonary
bypass adaptor, stopcock, manifold, or
fitting is a device used in cardio-
vascular diagnostic, surgical, and
therapeutic applications to inter-
connect tubing, catheters, or other de-
vices.

(b) Classification. Class II (perform-
ance standards).

§ 870.4300 Cardiopulmonary bypass
gas control unit.

(a) Identification. A cardiopulmonary
bypass gas control unit is a device used
to control and measure the flow of gas
into the oxygenator. The device is cali-
brated for a specific gas.

(b) Classification. Class II (perform-
ance standards).

§ 870.4310 Cardiopulmonary bypass
coronary pressure gauge.

(a) Identification. A cardiopulmonary
bypass coronary pressure gauge is a de-
vice used in cardiopulmonary bypass
surgery to measure the pressure of the
blood perfusing the coronary arteries.

(b) Classification. Class II (perform-
ance standards).

§ 870.4320 Cardiopulmonary bypass
pulsatile flow generator.

(a) Identification. A cardiopulmonary
bypass pulsatile flow generator is an
electrically and pneumatically oper-
ated device used to create pulsatile
blood flow. The device is placed in a
cardiopulmonary bypass circuit down-
stream from the oxygenator.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.4330 Cardiopulmonary bypass
on-line blood gas monitor.

(a) Identification. A cardiopulmonary
bypass on-line blood gas monitor is a
device used in conjunction with a blood
gas sensor to measure the level of gases
in the blood.

(b) Classification. Class II (perform-
ance standards).

§ 870.4340 Cardiopulmonary bypass
level sensing monitor and/or con-
trol.

(a) Identification. A cardiopulmonary
bypass level sensing monitor and/or
control is a device used to monitor and/
or control the level of blood in the
blood reservoir and to sound an alarm
when the level falls below a predeter-
mined value.

(b) Classification. Class II (perform-
ance standards).

§ 870.4350 Cardiopulmonary bypass
oxygenator.

(a) Identification. A cardiopulmonary
bypass oxygenator is a device used to
exchange gases between blood and a
gaseous environment to satisfy the gas
exchange needs of a patient during
open-heart surgery.
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(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.4360 Nonroller-type
cardiopulmonary bypass blood
pump.

(a) Identification. A nonroller-type
cardiopulmonary bypass blood pump is
a device that uses a method other than
revolving rollers to pump the blood
through the cardiopulmonary bypass
circuit during bypass surgery.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.4370 Roller-type
cardiopulmonary bypass blood
pump.

(a) Identification. A roller-type
cardiopulmonary bypass blood pump is
a device that uses a revolving roller
mechanism to pump the blood through
the cardiopulmonary bypass circuit
during bypass surgery.

(b) Classification. Class II (perform-
ance standards).

§ 870.4380 Cardiopulmonary bypass
pump speed control.

(a) Identification. A cardiopulmonary
bypass pump speed control is a device
used that incorporates an electrical
system or a mechanical system, or
both, and is used to control the speed
of blood pumps used in
cardiopulmonary bypass surgery.

(b) Classification. Class II (perform-
ance standards).

§ 870.4390 Cardiopulmonary bypass
pump tubing.

(a) Identification. A cardiopulmonary
bypass pump tubing is polymeric tub-
ing which is used in the blood pump
head and which is cyclically com-
pressed by the pump to cause the blood

to flow through the cardiopulmonary
bypass circuit.

(b) Classification. Class II (perform-
ance standards).

§ 870.4400 Cardiopulmonary bypass
blood reservoir.

(a) Identification. A cardiopulmonary
bypass blood reservoir is a device used
in conjunction with short-term
extracorporeal circulation devices to
hold a reserve supply of blood in the
bypass circulation.

(b) Classification. Class II (perform-
ance standards), except that a reservoir
that contains a defoamer or filter is
classified into the same class as the
defoamer or filter.

§ 870.4410 Cardiopulmonary bypass in-
line blood gas sensor.

(a) Identification. A cardiopulmonary
bypass in-line blood gas sensor is a
transducer that measures the level of
gases in the blood.

(b) Classification. Class II (perform-
ance standards).

§ 870.4420 Cardiopulmonary bypass
cardiotomy return sucker.

(a) Identification. A cardiopulmonary
bypass cardiotomy return sucker is a
device that consists of tubing, a con-
nector, and a probe or tip that is used
to remove blood from the chest or
heart during cardiopulmonary bypass
surgery.

(b) Classification. Class II (perform-
ance standards).

§ 870.4430 Cardiopulmonary bypass
intracardiac suction control.

(a) Identification. A cardiopulmonary
bypass intracardiac suction control is a
device which provides the vacuum and
control for a cardiotomy return sucker.

(b) Classification. Class II (perform-
ance standards).

§ 870.4450 Vascular clamp.

(a) Identification. A vascular clamp is
a surgical instrument used to occlude a
blood vessel temporarily.

(b) Classification. Class II (perform-
ance standards).
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§ 870.4475 Surgical vessel dilator.

(a) Identification. A surgical vessel di-
lator is a device used to enlarge or cali-
brate a vessel.

(b) Classification. Class II (perform-
ance standards).

§ 870.4500 Cardiovascular surgical in-
struments.

(a) Identification. Cardiovascular sur-
gical instruments are surgical instru-
ments that have special features for
use in cardiovascular surgery. These
devices include, e.g., forceps, retrac-
tors, and scissors.

(b) Classification. Class I. The devices
are exempt from the premarket notifi-
cation procedures in subpart E of part
807 of this chapter.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
54 FR 25049, June 12, 1989]

§ 870.4875 Intraluminal artery strip-
per.

(a) Identification. An intraluminal ar-
tery stripper is a device used to per-
form an endarterectomy (removal of
plaque deposits from arterisclerotic ar-
teries.)

(b) Classification. Class II (perform-
ance standards).

§ 870.4885 External vein stripper.
(a) Identification. An external vein

stripper is an extravascular device used
to remove a section of a vein.

(b) Classification. Class II (perform-
ance standards).

Subpart F—Cardiovascular
Therapeutic Devices

§ 870.5050 Patient care suction appara-
tus.

(a) Identification. A patient care suc-
tion apparatus is a device used with an
intrathoracic catheter to withdraw
fluid from the chest during the recov-
ery period following surgery.

(b) Classification. Class II (perform-
ance standards).

§ 870.5150 Embolectomy catheter.
(a) Identification. An embolectomy

catheter is a balloon-tipped catheter
that is used to remove thromboemboli,
i.e., blood clots which have migrated in

blood vessels from one site in the vas-
cular tree to another.

(b) Classification. Class II (perform-
ance standards).

§ 870.5175 Septostomy catheter.
(a) Identification. A septostomy cath-

eter is a special balloon catheter that
is used to create or enlarge the atrial
septal defect found in the heart of cer-
tain infants.

(b) Classification. Class II (perform-
ance standards).

§ 870.5200 External cardiac compres-
sor.

(a) Identification. An external cardiac
compressor is an external device that
is electrically, pneumatically, or
manually powered and is used to com-
press the chest periodically in the re-
gion of the heart to provide blood flow
during cardiac arrest.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.5225 External counter-pulsating
device.

(a) Identification. An external
counter-pulsating device is a
noninvasive device used to assist the
heart by applying positive or negative
pressure to one or more of the body’s
limbs in synchrony with the heart
cycle.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval. See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.5300 DC–defribrillator (including
paddles).

(a) Low-energy DC-defibrillator—(1)
Identification. A low-energy DC-
defibrillator is a device that delivers
into a 50 ohm test load an electrical
shock of a maximum of 360 joules of en-
ergy used for defibrillating (restoring
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normal heart rhythm) the atria or ven-
tricles of the heart or to terminate
other cardiac arrhythmias. This ge-
neric type of device includes low en-
ergy defibrillators with a maximum
electrical output of less than 360 joules
of energy that are used in pediatric
defibrillation or in cardiac surgery.
The device may either synchronize the
shock with the proper phase of the
electrocardiogram or may operate
asynchronously. The device delivers
the electrical shock through paddles
placed either directly across the heart
or on the surface of the body.

(2) Classification. Class II (perform-
ance standards).

(b) High-energy DC-defibrillator—(1)
Identification. A high-energy DC-
defibrillator is a device that delivers
into a 50 ohm test load an electrical
shock of greater than 360 joules of en-
ergy used for defibrillating the atria or
ventricles of the heart or to terminate
other cardiac arrhythmias. The device
may either synchronize the shock with
the proper phase of the electrocardio-
gram or may operate asynchronously.
The device delivers the electrical shock
through paddles placed either directly
across the heart or on the surface of
the body.

(2) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. A PMA or a notice of
completion of a PDP is required to be
filed with the Food and Drug Adminis-
tration on or before December 26, 1996
for any DC-defibrillator (including pad-
dles) described in paragraph (b)(1) of
this section that was in commercial
distribution before May 28, 1976, or that
has, on or before December 26, 1996
been found to be substantially equiva-
lent to a DC-defibrillator (including
paddles) described in paragraph (b)(1)
of this section that was in commercial
distribution before May 28, 1976. Any
other DC-defibrillator (including pad-
dles) described in paragraph (b)(1) of
this section shall have an approved
PMA or declared completed PDP in ef-
fect before being placed in commercial
distribution.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987; 61 FR 50706, Sept.
27, 1996]

§ 870.5325 Defibrillator tester.

(a) Identification. A defibrillator test-
er is a device that is connected to the
output of a defibrillator and is used to
measure the energy delivered by the
defibrillator into a standard resistive
load. Some testers also provide wave-
form information.

(b) Classification. Class II (perform-
ance standards).

§ 870.5550 External transcutaneous
cardiac pacemaker (noninvasive).

(a) Identification. An external trans-
cutaneous cardiac pacemaker
(noninvasive) is a device used to supply
a periodic electrical pulse intended to
pace the heart. The pulse from the de-
vice is usually applied to the surface of
the chest through electrodes such as
defibrillator paddles.

(b) Classification. Class III (premarket
approval).

(c) Date PMA or notice of completion of
a PDP is required. No effective date has
been established of the requirement for
premarket approval for the device de-
scribed in paragraph (b)(1). See § 870.3.

[45 FR 7907–7971, Feb. 5, 1980, as amended at
52 FR 17737, May 11, 1987]

§ 870.5800 Compressible limb sleeve.

(a) Identification. A compressible limb
sleeve is a device that is used to pre-
vent pooling of blood in a limb by in-
flating periodically a sleeve around the
limb.

(b) Classification. Class II (perform-
ance standards).

§ 870.5900 Thermal regulating system.

(a) Identification. A thermal regulat-
ing system is an external system con-
sisting of a device that is placed in con-
tact with the patient and a tempera-
ture controller for the device. The sys-
tem is used to regulate patient tem-
perature.

(b) Classification. Class II (perform-
ance standards).

§ 870.5925 Automatic rotating tour-
niquet.

(a) Identification. An automatic rotat-
ing tourniquet is a device that prevents
blood flow in one limb at a time, which
temporarily reduces the total blood
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volume, thereby reducing the normal
workload of the heart.

(b) Classification. Class II (perform-
ance standards).

PART 872—DENTAL DEVICES

Subpart A—General Provisions

Sec.
872.1 Scope.
872.3 Effective dates of requirement for pre-

market approval.
872.9 Limitations of exemptions from sec-

tion 510(k) of the Federal Food, Drug,
and Cosmetic Act (the act).

Subpart B—Diagnostic Devices

872.1500 Gingival fluid measurer.
872.1720 Pulp tester.
872.1730 Electrode gel for pulp testers.
872.1740 Caries detection device.
872.1800 Extraoral source x-ray system.
872.1810 Intraoral source x-ray system.
872.1820 Dental x-ray exposure alignment

device.
872.1830 Cephalometer.
872.1840 Dental x-ray position indicating de-

vice.
872.1850 Lead-lined position indicator.
872.1905 Dental x-ray film holder.

Subpart C [Reserved]

Subpart D—Prosthetic Devices

872.3050 Amalgam alloy.
872.3060 Gold based alloys and precious

metal alloys for clinical use.
872.3080 Mercury and alloy dispenser.
872.3100 Dental amalgamator.
872.3110 Dental amalgam capsule.
872.3130 Preformed anchor.
872.3140 Resin applicator.
872.3150 Articulator.
872.3165 Precision attachment.
872.3200 Resin tooth bonding agent.
872.3220 Facebow.
872.3240 Dental bur.
872.3250 Calcium hydroxide cavity liner.
872.3260 Cavity varnish.
872.3275 Dental cement.
872.3285 Preformed clasp.
872.3300 Hydrophilic resin coating for den-

tures.
872.3310 Coating material for resin fillings.
872.3330 Preformed crown.
872.3350 Gold or stainless steel cusp.
872.3360 Preformed cusp.
872.3400 Karaya and sodium borate with or

without acacia denture adhesive.
872.3410 Ethylene oxide homopolymer and/or

carboxymethylcellulose sodium denture
adhesive.

872.3420 Carboxymethylcellulose sodium
and cationic polyacrylamide polymer
denture adhesive.

872.3450 Ethylene oxide homopolymer and/or
karaya denture adhesive.

872.3480 Polyacrylamide polymer (modified
cationic) denture adhesive.

872.3490 Carboxymethylcellulose sodium
and/or polyvinylmethylether maleic acid
calcium-sodium double salt denture ad-
hesive.

872.3500 Polyvinylmethylether maleic anhy-
dride (PVM–MA), acid copolymer, and
carboxymethylcellulose sodium
(NACMC) denture adhesive.

872.3520 OTC denture cleanser.
872.3530 Mechanical denture cleaner.
872.3540 OTC denture cushion or pad.
872.3560 OTC denture reliner.
872.3570 OTC denture repair kit.
872.3580 Preformed gold denture tooth.
872.3590 Preformed plastic denture tooth.
872.3600 Partially fabricated denture kit.
872.3640 Endosseous implant.
872.3645 Subperiosteal implant material.
872.3660 Impression material.
872.3670 Resin impression tray material.
872.3680 Polytetrafluoroethylene (PTFE)

vitreous carbon material.
872.3690 Tooth shade resin material.
872.3700 Dental mercury.
872.3710 Base metal alloy.
872.3730 Pantograph.
872.3740 Retentive and splinting pin.
872.3750 Bracket adhesive resin and tooth

conditioner.
872.3760 Denture relining, repairing, or re-

basing resin.
872.3765 Pit and fissure sealant and condi-

tioner.
872.3770 Temporary crown and bridge resin.
872.3810 Root canal post.
872.3820 Root canal filling resin.
872.3830 Endodontic paper point.
872.3840 Endodontic silver point.
872.3850 Gutta percha.
872.3890 Endodontic stabilizing splint.
872.3900 Posterior artificial tooth with a

metal insert.
872.3910 Backing and facing for an artificial

tooth.
872.3920 Porcelain tooth.
872.3930 Tricalcium phosphate granules for

dental bone repair.
872.3940 Total temporomandibular joint

prosthesis.
872.3950 Glenoid fossa prosthesis.
872.3960 Mandibular condyle prosthesis.
872.3970 Interarticular disc prosthesis

(interpositional implant).

Subpart E—Surgical Devices

872.4120 Bone cutting instrument and acces-
sories.

872.4130 Intraoral dental drill.
872.4200 Dental handpiece and accessories.
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